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Abstract
Background: The aim of the present study was to verify concurrent validity of the Gyko inertial sensor system for
the assessment of vertical jump height.
Methods: Nineteen female sub-elite youth soccer players (mean age: 14.7 ± 0.6 years) performed three trials of
countermovement (CMJ) and squat jumps (SJ), respectively. Maximal vertical jump height was simultaneously
quantified with the Gyko system, a Kistler force-plate (i.e., gold standard), and another criterion device that is
frequently used in the field, the Optojump system.
Results: Compared to the force-plate, the Gyko system determined significant systematic bias for mean CMJ
(−0.66 cm, p < 0.01, d = 1.41) and mean SJ (−0.91 cm, p < 0.01, d = 1.69) height. Random bias was ± 3.2 cm for
CMJ and ± 4.0 cm for SJ height and intraclass correlation coefficients (ICCs) were “excellent” (ICC = 0.87 for
CMJ and 0.81 for SJ). Compared to the Optojump device, the Gyko system detected a significant systematic
bias for mean CMJ (0.55 cm, p < 0.05, d = 0.94) but not for mean SJ (0.39 cm) height. Random bias was ± 3.
3 cm for CMJ and ± 4.2 cm for SJ height and ICC values were “excellent” (ICC = 0.86 for CMJ and 0.82 for SJ).
Conclusion: Consequently, apparatus specific regression equations were provided to estimate true vertical
jump height for the Kistler force-plate and the Optojump device from Gyko-derived data. Our findings
indicate that the Gyko system cannot be used interchangeably with a Kistler force-plate and the Optojump
device in trained individuals. It is suggested that practitioners apply the correction equations to estimate
vertical jump height for the force-plate and the Optojump system from Gyko-derived data.
Keywords: Countermovement jump, Squat jump, Accelerometer, Lower-extremity muscle power, Athlete
testing, Field test
Background
In many sports (e.g., basketball, handball, soccer, volley-
ball), vertical jump performance represents an important
prerequisite for optimal performance during competi-
tion. Therefore, vertical jump tests are frequently used
for the assessment of athletic performance, for the evalu-
ation of training-related performance changes over time,
and for talent identification [1–3].
The gold standard for the assessment of vertical jump
height is the application of force-plates. Compared to
force-plates which are expensive and often immobile, in-
ertial sensor systems such as the Gyko device are less
expensive, mobile, and thus easy to administer in the
field. Further, such a system allows the assessment of
jump performance on any surface (e.g., firm ground,
sand or grass). Despite these advantages, validity of such
devices is an important prerequisite to implement this
assessment tool in the field. In this regard, a study of
Castagna et al. [4] proved concurrent validity of the
Myotest inertial sensor system (Myotest SA, Sion,
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Switzerland) for the assessment of countermovement
jump (CMJ) flight time compared to a Kistler force-plate
(i.e., gold standard and criterion device) in trained indi-
viduals (i.e., male rugby players aged 16 ± 1 years). They
found that validity of the Myotest system is excellent as
indicated by an intraclass correlation coefficient (ICC) of
0.88. Further, Requena et al. [5] investigated concurrent
validity of the KeimoveTM inertial sensor system (Vincid
Research, S.L., Granada, Spain) for the assessment of
CMJ flight time compared to a IsoNet force-plate (i.e.,
criterion device) in professional male soccer players (18
± 3 years). They also revealed excellent ICC values ran-
ging from 0.92 to 0.97. Lastly, Picerno et al. [6] exam-
ined the concurrent validity of the inertial sensor system
Sensorize (Rome, Italy) for the assessment of CMJ flight
time compared to a Bertec force-plate (i.e., criterion de-
vice) in male and female college students (25 ± 2 years).
Again, these authors reported excellent agreement (ICC
= 0.83). However, the Gyko inertial sensor system
(Microgate, Bolzano, Italy) contains the latest generation
components (i.e., three-dimensional accelerometer, gyro-
scope, and magnetometer) that provide more accurate
and repeatable data of acceleration, angular velocity, and
magnetic field in three dimensions. Because of differ-
ences in the hard- and software, validity of one inertial
sensor systems to another is not transferable.
Therefore, the aim of the present study was to test
concurrent (criterion-related) validity of the Gyko iner-
tial sensor system for the assessment of CMJ and squat
jump (SJ) height compared to a Kistler force-plate (i.e.,
gold standard and criterion device) and another criterion
device that is frequently used in the field, the Optojump
photoelectric cell system. With reference to findings
from previous studies [4–7] investigating concurrent val-
idity of inertial sensors for the assessment of jump
height, we hypothesized that the Gyko system is a valid
tool for estimating vertical jump height obtained during
the performance of CMJ and SJ in trained individuals.
Methods
Experimental approach to the problem
A single-group study design was used to examine con-
current (criterion-related) validity of the Gyko inertial
sensor system for the assessment of CMJ and SJ height.
Maximal vertical jump height (dependent variable) was
simultaneously assessed using three different test appar-
atus, the Gyko inertial sensor system, a Kistler force-
plate, and Optojump photoelectric cell system in female
sub-elite youth soccer players. The Kistler force-plate
represents the gold-standard and was used as criterion
device. The Optojump system was used as another cri-
terion device because it is frequently used by practi-
tioners in the field. This is due to certain advantages of
the Optojump system as compared to force-plates like
less expensive, mobile, easy to administer, and applicable
on different surfaces (e.g., firm ground, sand).
Subjects
Nineteen female sub-elite youth soccer players with a
mean (±SD) age of 14.7 ± 0.6 years, body height of 165.5
± 5.4 cm, body mass of 57.6 ± 6.2 kg, and body mass
index of 21.0 ± 2.1 kg/m2 volunteered to participate in
this study. The mean training duration per week
amounted to 17.0 h including general and sport-specific
conditioning programs. Participants were excluded if
they had any history of musculoskeletal, neurological, or
orthopaedic disorder in the lower extremities within the
preceding six months that might have affected their abil-
ity to execute the experimental protocol. Before the start
of the study, written informed consent was obtained
from the participants and their legal representatives.
Ethical permission was given by the ethics committee of
the University of Potsdam (submission No. 26/2014) and
all experiments were conducted according to the latest
version of the declaration of Helsinki.
Procedures
Prior to testing, all participants underwent a standard-
ized five minute warm-up consisting of submaximal
plyometric and skipping exercises. Thereafter, partici-
pants were familiarized with the test procedures and
performed four jump trials (i.e., one practice and three
test trials) without supporting arm swing for each jump
type (CMJ, SJ). The rest period between jump trials
amounted to 30 s, while a one minute rest was allowed
between jump types. During each trial, maximal vertical
jump height (dependent variable) was simultaneously
assessed using the three different test apparatus (i.e.,
Gyko inertial sensor system, Kistler force-plate,
Optojump photoelectric cell system). Quality of the
jump technique was controlled through visual on-site in-
spection of the experimenter (ML). For the CMJ, partici-
pants started from an upright standing position. Subjects
were instructed to begin the jump with a downward
movement, which was immediately followed by a con-
centric upward movement, resulting in a maximal verti-
cal jump. During jumping, hands were held akimbo and
the depth of the downward movement was freely chosen
to allow a natural movement. For the SJ, participants
were instructed to start the trial at a 90° knee angle with
hands placed on hips. On the start signal, participants
had to perform a maximal vertical jump without prior
downward movement. All jumps were performed bare-
foot to avoid bias from shoe-surface interactions. Exam-
ples of jump data from an individual recorded by the
Gyko inertial sensor system are provided in Fig. 1a and
b for the CMJ and the SJ, respectively.
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Gyko system
The Gyko inertial sensor system (dimensions: 50 ×
70 × 20 mm, mass: 35 g; Microgate, Bolzano, Italy)
contains three-dimensional accelerometer, gyroscope,
and magnetometer, which allows recordings (full scale
range: 8 g) at a sampling frequency of 500 Hz
(Fig. 2a-c). The Gyko system was perpendicularly at-
tached to an elastic belt provided with the system.
The Gyko system was fixed on the waist level on the
back of the body, as indicated by the manufacturer
(http://www.gyko.it/en). During assessment, acceler-
ometer and gyroscope signals are transferred via blue
tooth to a personal computer (Lenovo, model T 530)
and stored using the proprietary software (GykoRe-
Power Software). The software automatically calcu-
lated vertical jump height from the obtained flight
time using the following formula: jump height = 1/8 ×
g × t2, where g is the acceleration due to gravity and t is
the flight time [8].
Kistler force-plate
A three-dimensional Kistler force-plate (dimensions:
600 × 400 × 35 mm; type 9286AA; Kistler, Winterthur,
Fig. 1 Examples of (a) countermovement jump (CMJ) and (b) squat
jump (SJ) data from an individual recorded by the Gyko inertial
sensor system
Fig. 2 The Gyko inertial sensor system (Microgate, Bolzano, Italy)
presented beside a 2 Euro coin (a), attached to the proper Velcro
elastic belt (b), and fixed on the waist level on the back of the body
for acceleration recordings during squat jump (c)
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Switzerland) was used as gold standard and criterion de-
vice (Fig. 2c). The force-plate was firmly positioned on
the ground to measure vertical reaction forces (range:
0–10 kN; sampling rate: 1,000 Hz, FIR-Savitzky Golay
Filter) during CMJ and SJ. The force-plate was con-
nected to a personal computer (Sony Vaio, model PCG-
51113 M), and the proprietary software (BioWare, type
2812A) allowed jump height quantification from flight
time measurements using the aforementioned formula.
Optojump device
The Optojump photoelectric cell system (Microgate,
Bolzano, Italy) was additionally used as a criterion device
and consists of two parallel bars (a transmitter unit and
a receiver). The bars were placed approximately one
meter apart and parallel to each other (Fig. 2c). The
transmitter contains 96 light emitting diodes, which
were positioned 0.3 cm from ground level (i.e., vertical
distance) at 1.04-cm intervals (i.e., horizontal distance).
The Optojump device also measured the flight time of
CMJ and SJ with an accuracy of 1,000 Hz. The Opto-
jump system was connected (via USB) to a personal
computer (Lenovo, model T 530). Optojump Next soft-
ware (software version V1.10.7.0) was used for quantifi-
cation of jump height from flight time measurements.
Compared with a force-plate (Kistler, type Quattro
Jump), the Optojump device demonstrated excellent
concurrent validity (ICC = 0.99) and excellent test-retest
reliability (ICC = 0.98) for the estimation of vertical jump
height [9]. Thus, we focused our study on the examination
of concurrent validity of the Gyko system for the assess-
ment of CMJ and SJ height in comparison to the Kistler
force-plate (i.e., gold standard and criterion device) and
the Optojump device (another criterion device).
Statistical analyses
All three test trials of each participant were used for the
assessment of concurrent validity. Thus, each jump trial
was entered in the calculation as a single case. Data were
unimodally distributed and thus presented as mean
values and standard deviations (±SD). Validity of test de-
vices were quantitatively assessed with an analysis of
variance with repeated measures on the test device
(Bonferroni post hoc test), the standard error of meas-
urement (SEM), the intraclass correlation coefficient
(ICC; 2.1) and their respective 95 % confidence interval
(CI). According to Fleiss’ classification [10], ICC’s > 0.75
indicate “excellent”, between 0.40 and 0.75 “fair to
good”, and < 0.40 “poor” relationships. Further, system-
atic (i.e., group difference) and random (i.e., inter-/intra-
individual differences) bias were calculated [11]. Lastly,
Bland-Altman plots [12] were provided to identify the
magnitude of agreement between devices. For the latter,
the differences between Gyko system and Kistler force-
plate as well as Optojump device derived values were
plotted against the mean of the respective measure-
ments. It is recommended that 95 % of the data points
lie within the mean ± 1.96 SDs of the differences be-
tween devices. Finally, apparatus specific regression
equations were calculated for the estimation of vertical
jump height as assessed by the Kistler force-plate and
the Optojump device from Gyko-derived data. All ana-
lyses were performed using Statistical Package for Social
Sciences (IBM® SPSS® Statistics 23). Statistical signifi-
cance was set at p < 0.05.
Results
Statistical data for the assessment of concurrent val-
idity of the Gyko system as compared to the Kistler
force-plate and the Optojump device are presented
in Table 1. Compared to the Kistler force-plate, our
Gyko analyses revealed significant systematic bias for
mean CMJ (−0.66 cm, p < 0.01, d = 1.41) and mean
SJ (−0.91 cm, p < 0.01, d = 1.69) height. The respect-
ive mean vertical jump heights amounted to 24.7 ±
3.5 cm (CMJ) and 23.7 ± 3.6 cm (SJ) for the Gyko
system and to 25.3 ± 3.4 cm (CMJ) and 24.7 ± 3.5 cm
(SJ) for the Kistler force-plate. Further, random bias
was detected for CMJ (±3.2 cm) and SJ (±4.0 cm)
height. Additionally, ICCs were “excellent” for CMJ
(ICC = 0.87, 95 % CI = 0.77-0.92) and SJ (ICC = 0.81,
95 % CI = 0.66-0.89) height. Lastly, the SEM
amounted to 0.59 cm (CMJ) and 0.89 cm (SJ).
Figs. 3a-b illustrate Bland-Altman plots for vertical
jump height (CMJ and SJ) as assessed by the two ap-
paratus. The figures indicate that 4/66 (6.1 %) and
Table 1 Concurrent validity of the Gyko inertial sensor system
for the assessment of vertical jump height compared to a Kistler





ANOVA p = 0.002 (d = 1.41) p = 0.041 (d = 0.94)
ICC; 2.1 (95 % CI) 0.87 (0.77–0.92) 0.86 (0.77–0.91)
systematic bias [cm] −0.66 0.55
random bias (95 % CI) [cm] ±3.2 (−3.9–2.6) ±3.3 (−2.8–3.9)
SEM [cm] 0.59 0.64
Squat jump
ANOVA p = 0.001 (d = 1.69) p = 0.163 (d = 0.33)
ICC; 2.1 (95 % CI) 0.81 (0.66–0.89) 0.82 (0.72–0.89)
systematic bias [cm] −0.91 0.39
random bias (95 % CI) [cm] ±4.0 (−4.9–3.1) ±4.2 (−3.8–4.6)
SEM [cm] 0.89 0.91
ANOVA = Analysis of Variance (Bonferroni post hoc test) and effect size (i.e.,
Cohen’s d) in brackets; ICC; 2.1 = Intraclass Correlation Coefficient; SEM =
Standard Error of Measurement; 95 % CI = 95 % Confidence Interval
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5/62 (8.1 %) of the data points were beyond the
mean ± 1.96 SD lines for CMJ and SJ, respectively.
Regression equations were computed to estimate true
(Kistler force-plate) vertical jump height using data from
the Gyko device. The following equations can be applied:
Kistler force-plate CMJ height = 0.858 * Gyko CMJ height
+ 4.164 cm and Kistler force-plate SJ height = 0.803 * Gyko
SJ height + 5.592 cm. Bootstrapping analyses revealed
standard errors ranging from 0.064 to 0.067 for the slope
and from 1.511 to 1.550 for the intercept of the computed
regression equations to estimate true (Kistler force-plate)
vertical jump height values from Gyko-derived data.
Compared to the Optojump device, our Gyko analyses
indicated a significant systematic bias for mean CMJ
(0.55 cm, p < 0.05, d = 0.94) but not for mean SJ
(0.39 cm) height (Table 1). For the Optojump device, we
detected mean vertical jump heights of 24.3 ± 3.2 cm
and 23.4 ± 3.6 cm for CMJ and SJ, respectively. Random
bias amounted to ± 3.3 cm for CMJ and ± 4.2 cm for SJ
height. In addition, ICC values were classified as
Fig. 3 Bland-Altman plot comparing Kistler force-plate and Gyko system derived vertical jump heights (cm) for (a) the countermovement jump
(CMJ) and (b) the squat jump (SJ). The inner line indicates the average of the differences (i.e., systematic bias). The outer lines indicate the limits
of agreements corresponding to the mean ± 1.96 SD (i.e., random bias)
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“excellent” for CMJ (ICC = 0.86, 95 % CI = 0.77-0.91)
and SJ (ICC = 0.82, 95 % CI = 0.72-0.89) height. More-
over, the SEM amounted to 0.64 cm (CMJ) and 0.91 cm
(SJ). The Bland-Altman plots regarding CMJ and SJ
height assessed with the two apparatus are illustrated in
Figs. 4a-b, respectively. The charts indicate that 4/63
(6.3 %) and 5/60 (8.3 %) of the data points were beyond
the mean ± 1.96 SD lines for CMJ and SJ, respectively.
Again, regression equations were computed to estimate
true (Optojump) vertical jump height using data from
the Gyko device. The following equations can be applied:
Optojump CMJ height = 0.815 * Gyko CMJ height +
4.055 cm and Optojump SJ height = 0.820 * Gyko SJ
height + 3.891 cm. Bootstrapping analyses revealed
standard errors ranging from 0.063 to 0.068 for the slope
and from 1.493 to 1.588 for the intercept of the com-
puted regression equations to estimate true (Optojump)
vertical jump height values from Gyko-derived data.
Fig. 4 Bland-Altman plot comparing Optojump device and Gyko system derived vertical jump heights (cm) for (a) the countermovement jump
(CMJ) and (b) the squat jump (SJ). The inner line indicates the average of the differences (i.e., systematic bias). The outer lines indicate the limits
of agreements corresponding to the mean ± 1.96 SD (i.e., random bias)
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Discussion
The present study simultaneously examined concurrent
validity of the Gyko inertial sensor system for the assess-
ment of vertical jump height in female sub-elite youth
soccer players compared to a Kistler force-plate (i.e.,
gold standard and criterion device) and another criterion
device that is frequently used in the field, the Optojump
system. We assumed that the Gyko system is a valid tool
for the estimation of CMJ and SJ height. As a result, we
were able to partly confirm our hypothesis which will be
discussed in the following.
We detected excellent agreements (ICC = 0.81-0.87)
for CMJ and SJ height but significant systematic bias for
mean CMJ and mean SJ height between the Gyko system
and the Kistler force-plate (i.e., underestimation of
Gyko-derived jump height, p < 0.01). Our results were in
line with those reported in the literature [4–6]. In fact,
Castagna et al. [4] examined the concurrent validity of
the Myotest inertial sensor system for the assessment of
CMJ flight time compared to a Kistler force-plate (i.e.,
gold standard and criterion device) and the Optojump
system (another criterion device) in male rugby players
aged 16 ± 1 years. These authors also reported excellent
agreement (ICC = 0.88) for CMJ flight time but signifi-
cant systematic bias (p < 0.001) between the two systems
(i.e., Kistler force-plate versus Myotest system). In
addition, concurrent validity of the KeimoveTM inertial
sensor system for the assessment of CMJ flight time
compared to a IsoNet force-plate (i.e., criterion device)
was examined in professional male soccer players (18 ±
3 years) [5]. These authors stated excellent ICC values in
the range of 0.92-0.97. Moreover, Picerno et al. [6] com-
pared the Sensorize inertial sensor system during CMJ
analyses with data obtained from a Bertec force-plate
(i.e., criterion device) in male and female college stu-
dents (25 ± 2 years). They also found excellent agree-
ment (ICC = 0.83) for CMJ flight time. In terms of
systematic bias, the latter two studies [5, 6] showed in-
consistent findings. More specifically, Requena et al. [5]
found no significant differences, whereas Picerno et al.
[6] revealed significant differences (p < 0.0001) between
the two devices. Further, we found high random bias for
CMJ (±3.2 cm) and SJ (±4.0 cm) height between the two
devices. The fixation of the Gyko system to an elastic
belt produced movement artifacts which could be re-
sponsible for the high inter-/intra-individual differences
in jump height between the Gyko system and the Kistler
force-plate. This could subsequently affect the
acceleration-based determination of the exact time at
take-off and landing and thus, it may distort flight time
and the estimated vertical jump height.
In summary, our findings of excellent agreement but
significant systematic and high random bias indicate that
the Gyko system cannot be used interchangeably with
the Kistler force-plate in trained individuals. Conse-
quently, apparatus specific regression equations were
provided to estimate CMJ and SJ height for the force-
plate from Gyko-derived data. However, these are pre-
liminary equations based on a small sample size, a
specific age range, and female sub-elite youth soccer
players.
Besides the comparison of Kistler force-plate versus
Gyko-derived data, we additionally examined the con-
current validity of the Gyko compared to the Optojump
system. As a result, we detected excellent agreement for
CMJ (ICC = 0.86) and SJ (ICC = 0.82) heights as well as
significant systematic bias for mean CMJ (i.e., overesti-
mation of Gyko-derived jump height, p < 0.05) but not
for mean SJ heights. In addition, random bias was high
for CMJ (±3.3 cm) and SJ (±4.2 cm) height between the
two systems. Thus, preliminary regression equations
were established for the estimation of true (Optojump)
vertical jump height values from Gyko-derived data. Our
findings are in line with the available literature [4, 7]. As
mentioned before, Castagna et al. [4] compared data
from the Myotest system with those obtained from the
Optojump device. They reported significant systematic
bias (p < 0.001) between the two systems as indicated by
longer CMJ flight times (corresponds to larger CMJ
heights) for the Myotest system. However, these authors
did not report the observed agreement (i.e., ICC values)
between the two devices. Such correlation analyses were
provided by Casartelli et al. [7] who compared the Myot-
est system during CMJ and SJ analyses with data ob-
tained from the Optojump system in male basketball
players (15 ± 4 years). Casartelli et al. [7] found excellent
agreement (ICC = 0.98) for CMJ and SJ heights as well
as significant systematic bias (i.e., overestimation of
Myotest-derived jump height, p < 0.001) for mean CMJ
and mean SJ height between the two devices. The over-
estimation of Gyko compared to Optojump-derived CMJ
heights might be caused by methodological differences
in vertical jump assessment. In fact, the Gyko system
(fixed at waist level) starts measuring flight time as pre-
defined body acceleration occurs. Contrary to the Gyko
system, the Optojump photoelectric cell system starts
measuring flight time at the instant when the toes leave
the ground. At this point, communication of the light
emitting diodes (0.3 cm above the floor level) between
the transmitter and receiver bar is enabled. This may
partially explain the observed discrepancy between Gyko
and Optojump-derived vertical jump heights. The high
random bias between Gyko and Optojump might be due
to displacements of the elastic belt which may bias
acceleration-based vertical jump height detection.
In general, despite of the preliminary regression equa-
tions for the estimation of true (Optojump, Kistler) ver-
tical jump height values from Gyko-derived data, the
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detected high random bias of the Gyko system (i.e., CMJ
height = ~ 3 cm; SJ height = ~ 4 cm) compared to the
Kistler force-plate and the Optojump system may hinder
the accurate inter-/intra-individual assessment of
training-related performance changes over time. For ex-
ample, Rubley et al. [13] examined the effects of general
soccer training plus plyometric exercises (plyometric
group) versus general soccer training only (control
group) in female adolescent soccer players (13 ± 1 years).
Following seven weeks of training, they found an im-
provement of 3.3 cm for vertical jump height in the
plyometric group that is close to the observed random
bias in our study.
Two potential limitations of this study warrant discus-
sion. First, the algorithm employed for estimating verti-
cal jump height (i.e., jump height = 1/8 × g × t2) could be
a potential error source [14]. For example, an approach
employing direct integration of vertical acceleration data
with subsequent correction based on known kinematics
[15] or ballistic motion equations that employ estimates
of vertical jump height and vertical velocity at take-off
[6], have each provided experimental results with re-
duced systematic bias and random error. Thus, altering
the algorithm for estimating vertical jump height could
be a means to improve the reported results. Second, the
Gyko device was primarily developed as an add-on in-
stead for standalone use. Thus, Microgate company rec-
ommends using the Gyko device together with the
Optojump system for the assessment of data (e.g., work,
duration) that are related to the eccentric and concentric
jump phase.
Conclusions
The present study examined concurrent validity of verti-
cal jump height using the Gyko inertial sensor system
compared to a Kistler force-plate (i.e., gold standard and
criterion device), and the Optojump system (another cri-
terion device) in female sub-elite youth soccer players.
We detected significant systematic and high random bias
for mean CMJ and mean SJ height between the Gyko
system, the Kistler force-plate, and the Optojump device.
This indicates that the Gyko system cannot be used
interchangeably with a Kistler force-plate and the
Optojump device for individual comparisons. From a
practical perspective, practitioners are advised to apply
the calculated apparatus specific regression equations to
estimate vertical jump height for the Kistler force-plate
and the Optojump device from Gyko-derived data.
Abbreviations
CI: Confidence interval; CMJ: Countermovement jump; ICC: Intraclass
correlation coefficient; SD: Standard deviation; SEM: Standard error of
measurement; SJ: Squat jump
Acknowledgements
The authors would like to thank the soccer club 1. FFC Turbine Potsdam for
their support of this study. Additionally, we gratefully acknowledge Mr.
Federico Gori and Mr. Marco Dapra for providing us with the Gyko intertial
sensor system (Microgate, Bolzano, Italy).
Funding
This study is part of the research project “Resistance Training in Youth
Athletes” that was funded by the German Federal Institute of Sport Science
(ZMVI1-081901 14–18).
Availability of data and materials
For availability of data and material please contact the corresponding author.
Authors’ contributions
ML, TM, and UG analyzed the data and wrote the manuscript. All the authors
contributed to the study design, data collection and critical review of draft
manuscripts. Finally, all the authors read and approved the final manuscript.
Competing interests
The authors declare that they have no competing interests.
Consent for publication
Microgate (Bolzano, Italy) company provided approval for publication.
Ethics approval and consent to participate
Ethical permission was given by the ethics committee of the University of
Potsdam (submission No. 26/2014) and all experiments were conducted
according to the latest version of the declaration of Helsinki. Before the start
of the study, written informed consent was obtained from the participants
and their legal representatives.
Received: 24 June 2016 Accepted: 29 October 2016
References
1. Maulder P, Cronin J. Horizontal and vertical jump assessment: reliability,
symmetry, discriminative and predictive ability. Phys Ther Sport.
2005;6(2):74–82.
2. Gorostiaga EM, Izquierdo M, Iturralde P, Ruesta M, Ibanez J. Effects of heavy
resistance training on maximal and explosive force production, endurance
and serum hormones in adolescent handball players. Eur J Appl Physiol
Occup Physiol. 1999;80(5):485–93.
3. Ingebrigtsen J, Jeffreys I, Rodahl S. Physical characteristics and abilities of
junior elite male and female handball players. J Strength Cond Res.
2013;27(2):302–9.
4. Castagna C, Ganzetti M, Ditroilo M, Giovannelli M, Rocchetti A, Manzi V.
Concurrent validity of vertical jump performance assessment systems.
J Strength Cond Res. 2013;27(3):761–8.
5. Requena B, Garcia I, Requena F, Saez-Saez de Villarreal E, Paasuke M.
Reliability and validity of a wireless microelectromechanicals based system
(keimove) for measuring vertical jumping performance. J Sports Sci Med.
2012;11(1):115–22.
6. Picerno P, Camomilla V, Capranica L. Countermovement jump performance
assessment using a wearable 3D inertial measurement unit. J Sports Sci.
2011;29(2):139–46.
7. Casartelli N, Muller R, Maffiuletti NA. Validity and reliability of the Myotest
accelerometric system for the assessment of vertical jump height. J Strength
Cond Res. 2010;24(11):3186–93.
8. Bosco C, Luhtanen P, Komi PV. A simple method for measurement of
mechanical power in jumping. Eur J Appl Physiol Occup Physiol.
1983;50(2):273–82.
9. Glatthorn JF, Gouge S, Nussbaumer S, Stauffacher S, Impellizzeri FM,
Maffiuletti NA. Validity and reliability of optojump photoelectric cells for
estimating vertical jump height. J Strength Cond Res. 2011;25(2):556–60.
10. Fleiss JL. Reliability of measurement. The design and analysis of clinical
experiments. New York: Wiley; 1986.
11. Atkinson G, Nevill AM. Statistical methods for assessing measurement
error (reliability) in variables relevant to sports medicine. Sports Med.
1998;26(4):217–38.
Lesinski et al. BMC Sports Science, Medicine and Rehabilitation  (2016) 8:35 Page 8 of 9
12. Bland JM, Altman DG. Statistical methods for assessing agreement between
two methods of clinical measurement. Lancet. 1986;1(8476):307–10.
13. Rubley MD, Haase AC, Holcomb WR, Girouard TJ, Tandy RD. The effect of
plyometric training on power and kicking distance in female adolescent
soccer players. J Strength Cond Res. 2011;25(1):129–34.
14. Frick U, Schmidtbleicher D, Wörn C. Vergleich biomechanischer
meßverfahren zur bestimmung der sprunghöhe bei vertikalsprüngen
[comparison of biomechanical measuring systems for the detection of
vertical jump height]. Leistungssport. 1991;21(2):48–53.
15. McGinnis RS, Cain SM, Davidson SP, Vitali RV, Perkins NC, McLean SG.
Quantifying the effects of load carriage and fatigue under load on sacral
kinematics during countermovement vertical jump with IMU-based
method. Sports Eng. 2016;19(1):21–34.
•  We accept pre-submission inquiries 
•  Our selector tool helps you to find the most relevant journal
•  We provide round the clock customer support 
•  Convenient online submission
•  Thorough peer review
•  Inclusion in PubMed and all major indexing services 
•  Maximum visibility for your research
Submit your manuscript at
www.biomedcentral.com/submit
Submit your next manuscript to BioMed Central 
and we will help you at every step:
Lesinski et al. BMC Sports Science, Medicine and Rehabilitation  (2016) 8:35 Page 9 of 9
